Retrieval of ruptured valves and their accessories during transcatheter aortic valve replacement.
Transcatheter aortic valve replacement (TAVR) is a safe alternative to surgery in patients with severe aortic stenosis. We report a case of balloon rupture during TAVR with successful retrieval of its remnant and review this complication and its management.